Is pH test paper as accurate as the electronic measurement of the pH of vaginal secretions?
A comparison was made of two brands of pH test paper and electronic instrumentation for measuring the pH of vaginal secretions. When the pH of vaginal secretions was greater than 4.5 (abnormal), there was no significant difference between the methods, showing that pH test paper is reliable for pH determination of vaginal secretions.